Background {#Sec1}
==========

Glycated haemoglobin (HbA1c) is a biomarker that is fundamental for the diagnosis of diabetes and for monitoring glycaemic control \[[@CR1]\]. Traditionally, its measurement depends on venipuncture, and on processing, transportation and storage of whole blood (WB) samples, which can be logistically challenging \[[@CR2]\]. These challenges can sometimes compromise proper diagnosis and treatment of patients with diabetes mellitus.

An alternative blood sampling method, based on the use of a dry matrix, was first described in the literature over a century ago \[[@CR3]\], and subsequently applied in the clinics to detect metabolic defects through the collection of heel capillary blood samples from newborns \[[@CR4]\]. This method is centred on collecting blood samples obtained from finger or heel puncturing on a matrix paper, which is subsequently dried. These dried blood spots (DBS) can then be used for the measurement of diverse substances, including HbA1c, and requires minimal training of staff, is cheaper and safer, eliminates the need for special transportation logistics, and is more acceptable to study participants \[[@CR5]--[@CR7]\].

DBS sampling has been routinely and successfully used for the screening of congenital metabolic and endocrine diseases, such as phenylketonuria and hypothyroidism \[[@CR8]\]. More recently, studies have shown that measurements of inflammatory markers, cytokines, serum antibodies, human immunodeficiency virus (HIV) loads and blood hormone levels provide results that are comparable to those obtained from standard venous samples \[[@CR5], [@CR9]--[@CR11]\].

Dried blood spot sampling is also useful for the measurement of HbA1c in individuals with and without diabetes. A recent meta-analysis of seventeen heterogeneous studies demonstrated that HbA1c results from DBS were correlated to those obtained through venipuncture \[[@CR12]\]. However, there is still a need for standardisation of sample collection, transportation, storage and analysis. In this study, we evaluated HbA1c levels collected on a novel matrix paper and measured through immunoturbidity, up to 14 days after DBS collection. Subsequently, to demonstrate whether DBS provide results comparable to WB samples, DBS results were compared against those obtained from standard methods.

Methods {#Sec2}
=======

This study was approved by the Australian National University Human Research Ethics Committee, and all participants provided informed consent. We recruited participants from the general population living within the Australian Capital Territory region, Australia. Inclusion criteria allowed all adults over 18 years-old from all genders and ethnicities that had no restrictions to having their blood drawn (*i.e.* due to religious matters, or blood donation in the previous 4 weeks, or difficulty in providing venous blood samples). Participants were advised not to consume food, alcohol or caffeine for 12 h prior to the collection.

Venous blood was collected from an arm vein following standard sterile techniques, into EDTA-coated plastic tubes, providing WB samples. For the collection of capillary DBS (capDBS) samples, we used a 2 x 3 inch dry matrix cellulose paper with nine 10-mm outer diameter circles printed on the surface (ITL Healthcare Pty Ltd). Each printed circle has the capacity to hold 30 to 40 microlitres of blood. Participants were instructed to collect their capillary blood through finger pricking and placing one drop of blood onto each of the pre-defined circles of the dry matrix paper, at room temperature (23 ° C). The matrix paper was then placed into a breathable envelope (ITL Healthcare Pty Ltd) for transportation to the testing laboratory, and blood spots were allowed to dry at room temperature for \>2 h before transportation. Forty-microlitre drops of venous blood were also pipetted from collection tubes with no anticoagulant and immediately placed on another dry matrix card, providing venous DBS (venDBS) samples.

All blood samples were transported to the pathology laboratory for analysis. HbA1c levels were determined by a direct turbidimetric inhibition immunoassay that determines HbA1c as a percentage of total haemoglobin (%HbA1c) (Thermo Fisher Scientific). Assays were performed on an Indiko Plus (Thermo Fisher Scientific) automated biochemistry analyser, and results were reported as %HbA1c NGSP values.

Processing of DBS samples (capDBS and venDBS): For each participant sample, two punches were taken from one DBS near the outer edge of the spot. Each punch had 3.2 mm in diameter and contains approximately 1.4 μL of serum. Punches were placed in haemolysing reagent (Thermo Fisher Scientific), in duplicate or triplicate, and incubated at room temperature with shaking. For each duplicate, one milliliter of haemolysate was processed in the Indiko analyser as per the standard protocol for whole blood. capDBS and venDBS samples were processed and analysed on the same day (D0), and on D4, D7 and D14, in duplicates or triplicates for the calculation of intra-assay coefficients of variation (CV).

Processing of WB samples: WB samples were prepared and processed as per standard protocol (Thermo Fisher Scientific). WB samples were processed and analysed on the same day (D0), in duplicates.

Results were presented as mean ± SD or median and range. Linear regression models for predicting WB from DBS were fit and goodness-of-fit measures \[mean standard error (MSE) and R-squared\] were estimated using cross-validation (R program developed for the cross-validation available upon request). From these models, we predicted WB from DBS values of 4 %, 7 %, 7.5 % and 10 % and in addition, obtained 95 % prediction intervals for all days. DBS values were applied to equations derived from linear regression analyses from D0, D4, D7 and D14 data, in order to obtain corrected DBS values (*i.e.*, to bring uncorrected DBS values closer to the line of equality). Bland-Altman plots were constructed with corrected D0, D4, D7 and D14 results.

Results {#Sec3}
=======

A total of 115 participants (n = 51 males, n = 64 females) were recruited. Mean age was 55.9 ± 15.3 years-old; 11 participants (9.6 %) had been previously diagnosed with type 1 diabetes, and 56 individuals (48.7 %) had type 2 diabetes. Overall mean whole blood HbA1c levels were 6.22 ± 1.11 % (5.41 ± 0.35 % for participants without diabetes, 7.80 ± 0.81 % for volunteers with type 1 diabetes, and 6.61 ± 1.11 % among individuals with type 2 diabetes). Characteristics of the studied participants are summarised in Table [1](#Tab1){ref-type="table"}.Table 1Characteristics of the studied populationAllNo diabetesType 1 diabetesType 2 diabetesGender (Males:Females)51 M:64 F20 M:28 F2 M:9 F28 M:28 FAge (years; mean ± SD)55.9 ± 15.346.2 ± 14.445.0 ± 12.864.8 ± 10.0WB HbA1c (%; mean ± SD)6.22 ± 1.11 %5.41 ± 0.35 %7.80 ± 0.81 %6.61 ± 1.11 %Note: WB = whole blood; SD = standard deviation

Whole blood and dried blood spot samples (capillary and venous) were measured in duplicates or triplicates, allowing the determination of intra-assay CV. The median intra-assay CVs were 1.19 % for WB (range 0--4.1 %), and lower than 3 % for all other samples (Table [2](#Tab2){ref-type="table"}).Table 2Summary of HbA1c results from WB, capillary DBS and venous DBS samplesDaySampleHbA1c (%, Mean ± SD)Intra-assay CV % (median, range)D0WB6.22 ± 1.11 (N = 115)1.19, 0--4.10Uncorrected capDBS6.62 ± 1.16 (N = 77)2.28, 0--10.10Corrected capDBS6.39 ± 1.17 (N = 77)N/AUncorrected venDBS6.72 ± 1.20 (N = 81)1.68, 0--6.86Corrected venDBS6.42 ± 1.18 (N = 81)N/AD4Uncorrected capDBS6.92 ± 1.32 (N = 96)2.28, 0--9.87Corrected capDBS6.26 ± 1.18 (N = 96)N/AUncorrected venDBS7.15 ± 1.39 (N = 81)2.14, 0--11.79Corrected venDBS6.42 ± 1.21 (N = 81)N/AD7Uncorrected capDBS6.85 ± 1.29 (N = 81)1.98, 0--16.04Corrected capDBS6.25 ± 1.15 (N = 81)N/AUncorrected venDBS7.36 ± 1.47 (N = 75)2.81, 0--26.42Corrected venDBS6.51 ± 1.23 (N = 75)N/AD14Uncorrected capDBS6.62 ± 1.44 (N = 79)2.62, 0--17.68Corrected capDBS6.10 ± 1.33 (N = 79)N/AUncorrected venDBS7.30 ± 1.65 (N = 79)2.54, 0--26.52Corrected venDBS6.44 ± 1.29 (N = 79)N/ANote: WB = whole blood; ven = venous; cap = capillary; DBS = dried blood spot; SD = standard deviation; CV = coefficient of variation; N/A = not applicable

Mean ± SD capillary DBS (capDBS) levels of HbA1c were 6.62 ± 1.16 % when measured on D0 (n = 77), 6.92 ± 1.32 % on D4 (n = 96), 6.85 ± 1.29 % on D7 (n = 81), and 6.62 ± 1.44 % on D14 (n = 79). Venous DBS (venDBS) samples ranged from 6.72 ± 1.20 % on D0 to 7.36 ± 1.47 % on D7. Mean capDBS and venDBS values were applied to correction formulas obtained from linear regression analyses for each day. Corrected DBS values were closer to WB results (except for D14). Table [2](#Tab2){ref-type="table"} summarizes the results from WB and DBS samples (corrected and uncorrected).

Bland-Altman plots of difference in HbA1c values in WB and corrected capDBS (Fig. [1](#Fig1){ref-type="fig"}), and in WB and corrected venDBS (Fig. [2](#Fig2){ref-type="fig"}) showed good correlation and agreement between the two methods, with few samples falling outside the 95 % limits of agreement for each comparison (average difference ± 1.96 standard deviation of the difference). However, limits of agreement were broader on D14 (Table [3](#Tab3){ref-type="table"}).Fig. 1Bland-Altman plots of capillary dried blood spot samples from days 0, 4, 7 and 14. Note: Corrected DBS results are represented on D0, D4, D7 and D14; dashed lines represent 95 % limits of agreement; full lines represent biases. WB = whole blood on D0; cap = capillary; DBS = dried blood spotFig. 2Bland-Altman plots of venous dried blood spot samples from days 0, 4, 7 and 14. Note: Corrected DBS results are represented on D0, D4, D7 and D14; dashed lines represent 95 % limits of agreement; full lines represent biases. WB = whole blood on D0; cap = capillary; DBS = dried blood spotTable 395% limits of agreement for capillary and venous DBS results, uncorrected and correctedUpper limitLower limitUncorrectedCorrectedUncorrectedCorrectedD0Capillary0.23080.462−0.6828−0.463Venous0.11740.404−0.7051−0.402D4Capillary0.11170.638−1.428−0.636Venous0.12030.671−1.567−0.666D7Capillary0.23830.668−1.436−0.668Venous0.23450.845−1.943−0.845D14Capillary1.1111.484−2.151−1.485Venous0.66421.065−2.373−1.069

From any given capDBS result, the linear regression models predicted WB values that were generally lower than the measured capDBS values. For example, for capDBS HbA1c results of 4 %, the predicted WB values were 3.84 % on Day 0, 3.86 % on Day 4, 3.97 % on Day 7, and 4.48 % on Day 14. For capDBS HbA1c results of 7 %, the predicted WB values were 6.76 % on Day 0, 6.33 % on Day 4, 6.37 % on Day 7, and 6.33 % on Day 14. For capDBS HbA1c results of 7.5 %, the predicted WB values were 7.25 % on Day 0, 6.73 % on Day 4, 6.77 % on Day 7, and 6.64 % on Day 14. For capDBS HbA1c results of 10 %, the predicted WB values were 9.69 % on Day 0, 8.79 % on Day 4, 8.78 % on Day 7, and 8.19 % on Day 14. The width of the 95 % prediction intervals (a measure of how precisely WB can be estimated) varied more broadly on D14. The estimated mean squared error (MSE) was lower on Days 0 and 4 when using the linear regression model, which also determined further decreases in R^2^ values on D7 and D14 (Table [4](#Tab4){ref-type="table"}).Table 4Prediction intervals for WB from capillary DBS values of 4 %, 7 %, 7.5 % and 10 %, obtained through linear regression modelscapDBS 4 %capDBS 7 %capDBS 7.5 %capDBS 10 %MSEAdjusted R^2^pWBLower 95 % CIUpper 95 % CIpWBLower 95 % CIUpper 95 % CIpWBLower 95 % CIUpper 95 % CIpWBLower 95 % CIUpper 95 % CID03.843.364.326.766.307.237.256.787.729.699.2010.180.05540.9463D43.863.224.516.335.706.956.746.117.368.798.149.430.09920.9064D73.973.264.676.375.687.066.776.087.468.778.069.490.12470.8267D144.483.205.766.335.087.596.645.387.908.196.899.480.39050.5268Note: pWB = predicted whole blood; capDBS = capillary dried blood spot; MSE: mean standard error; CI: confidence interval

Discussion {#Sec4}
==========

There is growing demand for human pathology test services in Australia and around the world, driven by the ageing global population and increasing incidence of chronic diseases \[[@CR13]\]. Dried blood spot sampling is an alternative to traditional blood sampling, and has been used in clinical and epidemiological studies for several decades \[[@CR6], [@CR8], [@CR14]\]. This method provides results that are comparable to those obtained through traditional venipucture \[[@CR2], [@CR12]\], without its logistical obstacles regarding sample collection, processing, transportation and storage. For the measurement of HbA1c, DBS has also been shown to produce results that are comparable to those obtained through venous sampling \[[@CR15]--[@CR25]\]. In our study, we showed that HbA1c levels from DBS samples collected via finger pricking from volunteers with and without diabetes were comparable to those measured from venous samples, when measured up to seven days after collection.

In our study, DBS samples collected from finger pricking (capDBS) were analysed on the same day (D0), four (D4), seven (D7) and fourteen (D14) days after collection. High correlation and agreement between capDBS results on D0 and venous blood HbA1c values showed that the analysis of samples collected on matrix paper and analysed immediately provides results that are similar to those obtained and processed by traditional methods.

In a real-life scenario, DBS samples are mailed or shipped to the pathology laboratory that performs the assays. Therefore, DBS samples are not analysed immediately. To assess whether this gap between collection and analysis may interfere with the results, we performed analyses also four, seven and fourteen days after collection. We observed that, over time, the correlation between DBS and venous blood results becomes weaker, and the 95 % limits of agreement become wider, especially for D14 results, which may be clinically unacceptable. It is noteworthy that WB samples also degrade over time when not analysed immediately, particularly if not kept refrigerated. Haemoglobin degradation products may show up in samples that have coagulated and aged. These products may co-elute with, or be incompletely separated from, HbA1c. In these cases, the HbA1c value obtained may be reported as higher than it actually is \[[@CR26]\]. This effect is particularly evident for venDBS samples, which were collected without anticoagulant.

We used a linear regression model for cross-validation, to ensure unbiased measures of goodness-of-fit and prediction intervals for WB. In that model, capD0-DBS results were closer to the predicted WB values for all evaluated HbA1c steps (4 %, 7 %, 7.5 %, and 10 %), and the prediction intervals were narrower. On the remaining days, capDBS results were further away from the predicted WB values, and the prediction intervals broadened over time. In the clinics, capD0-DBS samples would provide the most accurate HbA1c results, closer to the predicted WB results and with a narrower prediction interval. However, the difference between predicted WB and both capD4- and capD7-DBS results may be clinically acceptable, as well as their prediction intervals. In the case of capD14-DBS results, their prediction intervals may be too wide to be clinically acceptable. We applied four different capDBS values to the model, but any result can be applied to it (R program available upon request), providing similar behaviour.

In some cases, patients may have difficulty in collecting sufficient amount of blood samples from finger pricking on the matrix paper. That difficulty was evidenced by the fact that the sample size for each day was not equal to the total number of recruited participants. Therefore, we assessed whether venous blood collected through standard methods and spotted on the matrix paper would produce similar results. In those analyses, venous DBS samples were correlated to traditionally-processed venous blood samples in a similar way as capillary DBS. Also, there was high correlation and agreement between capDBS and venDBS results.

In our study, we recruited 67 diabetic patients. Most of them had type 2 diabetes, and had HbA1c levels that are considered adequate (particularly among participants with type 2 diabetes). Only three participants had HbA1c levels higher than 9 %. Therefore, results might have been different should more participants with decompensated diabetes had been recruited. Samples were measured at least in duplicates, and the median intra-assay coefficients of variation were clinically acceptable, lower than 3 % at all times. However, some participants had heterogeneous results. It is unclear why results using the same sample and assay method may vary in some participants.

One of the key issues to be considered for the employment of DBS sampling is the standardization of the analysis of the DBS measurements. It is essential to predict, with the highest possible level of accuracy, the concentration of HbA1c in WB from the values measured in the DBS tests. In a recent study, a meta-analysis of seventeen heterogeneous studies (employing different methods for measuring HbA1c) was performed by Affan *et al.*, and a correction formula to approximate the DBS results to the WB values was published (12). We employed their correction formula in our current studies (results not presented), but the outcomes of the corrected DBS values resulted in a poorer approximation to the WB values. It appears that the time elapsed between sample collection and processing is a key component of the variability observed in the DBS sampling. Indeed, we found that there are significant differences among the Bland-Altman plots constructed from data on each particular day (*e.g.* D0, D4, D7 and D14) between DBS vs. WB. Thus, in our current analytical method, we analysed the data of each processed day independently by proposing mean values and prediction intervals for each particular processing day. Additionally, we corrected capillary DBS results by applying a correction formula that derived from regression analyses for each particular day, to approximate the regression line to the equality line. Thus, we obtained a different formula for each day, and observed that corrected capillary DBS results were closer to the predicted WB ones on all days except D14, when MSE was higher (*i.e.*, WB results were less precisely predicted).

We acknowledge that our study is limited by the fact that participants were evaluated in a controlled research setting, and results may be different when capillary HbA1c is evaluated in a real-life scenario. Future studies need to evaluate samples from participants who collect their capillary DBS samples on their own, and mail them to the testing laboratory via standard postal services (subjected to confounding factors such as delays and temperature variations). Furthermore, future studies should evaluate the prediction intervals for other elapsed times such as D1, D2, and D3, and also determine how these prediction intervals can be applied in the management of diabetes. To answer those questions, future studies should evaluate healthy individuals and those with diabetes who are treatment-naïve, and compare their DBS values and their prediction intervals with their WB HbA1c outcomes. By considering their WB values as the gold-standard, a more accurate clinical interpretation of the prediction intervals, as proposed here, could be established.

Conclusion {#Sec5}
==========

In conclusion, HbA1c measured from DBS samples collected via finger pricking provided results that were comparable to those obtained from venous samples and measured by standard procedures. When results from DBS samples (processed up to 7 days after their collection) were applied to correction equations, HbA1c results with the most accuracy and the least clinically-acceptable variability were obtained, with high correlation and agreement to HbA1c results from whole venous blood, and with narrow 95 % limits of agreement. Those findings were further confirmed by a cross-validation model, which provided prediction intervals that were narrow enough to be clinically acceptable. In order for the measurement of HbA1c through DBS sampling to be considered in situations where traditional venipuncture is not available, further studies need to evaluate the effects of external factors, in a broader population.
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